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OREGON ANALYTICAL LABORATORY 
14655 S. W. OLD SCHOLLS FERRY RD 

BEAVERTON, OREGON 97007 
TELEPHONE: (503) 644-5300 

PCB OIL TEST REPORT 

HAHN AND ASSOCIATES INC. 
434 N.W. 6TH AVE. 
SUITE 203 
PORTLAND, ORE. 97209-3600 
GARY 1-li~HN 
796-0717 FAX 222-4178 

DAL 
SAMPLE NO. 
60-!141-

53272 

TRANSFORMER NO. 
OR SAMPLE 

IDENTIFICATION 

*10IL 

ND - NONE DETECTED C(0.5 UG/G) 

AROCLOR 
TYF'E 

TEST REPORT NO: 1572 
DATE RECEIVED: 91-01-08 
REV~D BY: DAVE PLATI-I 
--~--- CHEMIST 
REPORT DATE: 91-01-11 

PCB 
UG/G 

ND 

EPA 
CLASSIFICATION 

NON-PCB 

USEPASF 
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1286130 

POPT1N700105 
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OREGON ANALYTI~AL LABORATORY 
14655 S. W. OLD SCHOLLS FERRY RD 

BEAV~RTON, ORE~ON 97007 
TEL.EF'I-IONE: C 50:~) {iL'}4-5300 

PCB SWAB TEST REPORT 

HAHN AND ASSOCIATES INC. 
434 N.W. 6TH AVE. 
SUITE 203 
PORTLAND, ORE. 97209-3600 
GARY HAI-IN 
796-0717 FAX 222-4178 

OAL 
SAMPLE NO. 
60-I141-

53Tt3 

TRANSFORMEH MO. 
OR Sf.1MF'L.E 

IDENTIFICATION 

,:,2 :BAL.LAST 

AROCL..OR 
TYF'E 

1242./5,.1 

TEST REPORT NO: i572 
DATE RECEIVED: 91-01-08 
RE:l!!t. :· D HY: DAVE F'LATJ-1 

GI-IEMIST 
REPORT DAlE: 91-01-16 

PCB 
UG/100CM2 

3. 

POPT1N700106 


